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40 CFR Ch. I (7–1–04 Edition) Pt. 60, App. C 

Spectroscopy,’’ EPA Contract No. 68–D2–0165, 
Work Assignment 3–08. 

4. ‘‘Method 301—Field Validation of Pollut-
ant Measurement Methods from Various 
Waste Media,’’ 40 CFR 63, App A. 

17.0 Tables, Diagrams, Flowcharts, and 
Validation Data 

TABLE 1—ARRANGEMENT OF VALIDATION MEASUREMENTS FOR STATISTICAL ANALYSIS 

Measurement 
(or average) Time Spiked 

(ppm) di spiked Unspiked 
(ppm) di unspiked 

1 ................................................................ S1 U1 

2 ................................................................ S2 S2¥S1 U2 U2¥U1 

3 ................................................................ S3 U3 

4 ................................................................ S4 S4¥S3 U4 U4¥U3 

5 ................................................................ S5 U5 

6 ................................................................ S6 S6¥S5 U6 U6¥U5 

7 ................................................................ S7 U7 

8 ................................................................ S8 S8¥S7 U8 U8¥U7 

9 ................................................................ S9 U9 

10 .............................................................. S10 S10¥S9 U10 U10¥U9 

11 .............................................................. S11 U11 

12 .............................................................. S12 S12¥S11 U12 U12¥U11 

Average ¥> .............................................. Sm Mm 

TABLE 2—T=VALUES 

n¥1a t¥value n¥1a t¥value n¥1a t¥value n¥1a t¥value 

11 2.201 17 2.110 23 2.069 29 2.045 
12 2.179 18 2.101 24 2.064 30 2.042 
13 2.160 19 2.093 25 2.060 40 2.021 
14 2.145 20 2.086 26 2.056 60 2.000 
15 2.131 21 2.080 27 2.052 120 1.980 
16 2.120 22 2.074 28 2.048 8 1.960 

(a)n is the number of independent pairs of measurements (a pair consists of one spiked and its corresponding unspiked meas-
urement). Either discreet (independent) measurements in a single run, or run averages can be used. 

[48 FR 13327, Mar. 30, 1983 and 48 FR 23611, May 25, 1983, as amended at 48 FR 32986, July 20, 
1983; 51 FR 31701, Aug. 5, 1985; 52 FR 17556, May 11, 1987; 52 FR 30675, Aug. 18, 1987; 52 FR 34650, 
Sept. 14, 1987; 53 FR 7515, Mar. 9, 1988; 53 FR 41335, Oct. 21, 1988; 55 FR 18876, May 7, 1990; 55 
FR 40178, Oct. 2, 1990; 55 FR 47474, Nov. 14, 1990; 56 FR 5526, Feb. 11, 1991; 59 FR 64593, Dec. 
15, 1994; 64 FR 53032, Sept. 30, 1999; 65 FR 62130, 62144, Oct. 17, 2000; 65 FR 48920, Aug. 10, 2000; 
69 FR 1802, Jan. 12, 2004] 

APPENDIX C TO PART 60—DETERMINA-
TION OF EMISSION RATE CHANGE 

1. Introduction. 

1.1 The following method shall be used to 
determine whether a physical or operational 
change to an existing facility resulted in an 
increase in the emission rate to the atmos-
phere. The method used is the Student’s t 
test, commonly used to make inferences 
from small samples. 

2. Data. 

2.1 Each emission test shall consist of n 
runs (usually three) which produce n emis-
sion rates. Thus two sets of emission rates 
are generated, one before and one after the 
change, the two sets being of equal size. 

2.2 When using manual emission tests, ex-
cept as provided in § 60.8(b) of this part, the 
reference methods of appendix A to this part 
shall be used in accordance with the proce-
dures specified in the applicable subpart 
both before and after the change to obtain 
the data. 
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2.3 When using continuous monitors, the 
facility shall be operated as if a manual 
emission test were being performed. Valid 
data using the averaging time which would 
be required if a manual emission test were 
being conducted shall be used. 
3. Procedure. 

3.1 Subscripts a and b denote prechange 
and postchange respectively. 

3.2 Calculate the arithmetic mean emission 
rate, E, for each set of data using Equation 
1. 

Where: 
Ei=Emission rate for the i th run. 
n=number of runs. 

3.3 Calculate the sample variance, S2, for 
each set of data using Equation 2. 

3.4 Calculate the pooled estimate, Sp, using 
Equation 3. 

3.5 Calculate the test statistic, t, using 
Equation 4. 

4. Results. 
4.1 If Eb>,Ea and t>t′, where t′ is the critical 

value of t obtained from Table 1, then with 
95% confidence the difference between Eb and 
Ea is significant, and an increase in emission 
rate to the atmosphere has occurred. 

TABLE 1 

Degrees of freedom (na=nb¥2) 

t′ (95 per-
cent con-
fidence 
level) 

2 ......................................................................... 2.920 
3 ......................................................................... 2.353 
4 ......................................................................... 2.132 
5 ......................................................................... 2.015 
6 ......................................................................... 1.943 
7 ......................................................................... 1.895 
8 ......................................................................... 1.860 

For greater than 8 degrees of freedom, see 
any standard statistical handbook or text. 

5.1 Assume the two performance tests pro-
duced the following set of data: 

Test a Test b 

Run 1. 100 ........................................................... 115 
Run 2. 95 ............................................................. 120 
Run 3. 110 ........................................................... 125 

5.2 Using Equation 1— 
Ea=100+95+110/3=102 
Eb=115+120+125/3=120 

5.3 Using Equation 2— 
Sa2=(100¥102) 2+(95¥102) 2+(110¥102) 2/3¥1=58.5 
Sb2=(115¥120) 2+(120¥120) 2+(125¥120) 2/3¥1=25 

5.4 Using Equation 3— 
Sp=[(3¥1)(58.5)+(3+1)(25)/3+3¥2] 1⁄2=6.46 

5.5 Using Equation 4— 

5.6 Since (n1+n2¥2)=4, t′=2.132 (from Table 
1). Thus since t>t′ the difference in the values 
of Ea and Eb is significant, and there has 
been an increase in emission rate to the at-
mosphere. 

6. Continuous Monitoring Data. 

6.1 Hourly averages from continuous moni-
toring devices, where available, should be 
used as data points and the above procedure 
followed. 

[40 FR 58420, Dec. 16, 1975] 

APPENDIX D TO PART 60—REQUIRED 
EMISSION INVENTORY INFORMATION 

(a) Completed NEDS point source form(s) 
for the entire plant containing the des-
ignated facility, including information on 
the applicable criteria pollutants. If data 
concerning the plant are already in NEDS, 
only that information must be submitted 
which is necessary to update the existing 
NEDS record for that plant. Plant and point 
identification codes for NEDS records shall 
correspond to those previously assigned in 
NEDS; for plants not in NEDS, these codes 
shall be obtained from the appropriate Re-
gional Office. 

(b) Accompanying the basic NEDS infor-
mation shall be the following information on 
each designated facility: 

(1) The state and county identification 
codes, as well as the complete plant and 
point identification codes of the designated 
facility in NEDS. (The codes are needed to 
match these data with the NEDS data.) 

(2) A description of the designated facility 
including, where appropriate: 

(i) Process name. 
(ii) Description and quantity of each prod-

uct (maximum per hour and average per 
year). 
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